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WASTE DISPOSAL

KIT COMPONENTS

Plasma, preferably collected with EDTA. Plasma-heparin 
can be used (not ammonium heparin).
Hemolyzed samples should not be used, because of the 
high level of ammonia in erythrocytes.
Plasma specimens should be assayed within 30 minutes. 
If it is not possible, specimens can be stored 2 hours at 
2-8°C, or 24 hours at -20°C.

TEST PERFORMANCE

QUALITY CONTROL AND CALIBRATION

Chema Diagnostica
Via Campania 2/4
60030 Monsano (AN) - ITALY - EU
phone +39 0731 605064
fax  +39 0731 605672
e-mail: mail@chema.com
website:  http://www.chema.com 

Linearity
The method is linear up to 2000 mg/dl. 
If the value is exceeded, it is suggested to dilute sample 
1+9 with saline and to repeat the test, multiplying the result 
by 10.

Sensitivity/limit of detection (LOD)
The limit of detection is 7 mg/dl.

Interferences
No interference was observed by the presence of:
hemoglobin ≤ 300 mg/dl
bilirubin ≤ 36 mg/dl
lipids ≤ 590 mg/dl
ascorbic acid ≤ 34 mg/dl
pyruvic acid ≤ 12.5 mg/dl
ALT ≤ 1500 U/l

Precision
intra-assay (n=10) mean (mg/dl) SD (mg/dl) CV%
sample 1 102 1.78 1.73
sample 2 377 4.22 1.12

inter-assay (n=20) mean (mg/dl) SD (mg/dl) CV%
sample 1 101 3.76 3.71
sample 2 377 7.26 1.93
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Current laboratory instrumentation. Spectrophotometer 
UV/VIS with thermostatic cuvette holder. Automatic micro-
pipettes. Glass or high quality polystyrene cuvettes. Saline 
solution.

For in vitro diagnostic use only. 
The components of the kit are stable until expiration date 
on the label.
Keep away from direct light sources.
NH3 R1 F060: 6 x 8 ml (liquid) blue cap 
NH3 R2 F060: 1 x 12 ml (liquid) red cap

Test composition: Good’s buffer 200 mM, NADH ≥ 0.1 mM, 
a-ketoglutarate ≥ 10 mM, LDH ≥ 5 KU/l, GlDH ≥ 5 kU/l, stabi-
lizers and preservatives.

Standard: ammonia solution 500 mg/dl - 10 ml
    
Store all components at 2-8°C.
Ammonia is volatile! Immediately after use, close carefully 
the Standard dropper.

REAGENT PREPARATION
Reagent as starter procedure: 
Use separate reagents ready to use.
Stability: up to expiration date on labels at 2-8°C.
Stability since first opening of vials: use preferably within 
60 days at 2-8°C.

Sample as starter procedure: 
This procedure is less recommended, because the mechani-
sms which reduce the interferences are less effective. 

Mix 1 part of reagent R2 with 4 parts of reagent R1.

Stability of working reagent: preferably within 7 days at 
2-8°C, away from light sources.

PRECAUTIONS

TEST PROCEDURE (reagent as starter)

RESULTS CALCULATION

EXPECTED VALUES

SUMMARY OF TEST

Reagent for quantitative in vitro determination of ammonia 
in biological fluids.

INTENDED USE

This product is made to be used in professional labora-
tories. 
P501: Dispose of contents according to national/interna-
tional regulations.

Ammonia is formed as a by-product of protein catabo-
lism or through renal acid/base balance. Usually, excess 
ammonia is converted to urea in liver and excreted. Howe-
ver, when the urea excretion system fails to function pro-
perly, ammonia is accumulated to toxic levels. Increase of 
ammonia concentration in blood is a typical marker for liver 
diseases such as hepatitis and hepatic cirrhosis, and  can 
have toxic effects on central nervous system. Ammonia 
determination is indispensable in case of hepatic encepha-
tology.

Ammonia reacts with a-ketoglutarate in the presence of 
Glutamate Dehydrogenase (GlDH) and NADH. Absor-
bance decrease due to NADH consumption, is proportio-
nal to ammonia concentration in the sample and can be 
measured at 340 nm.

Wavelenght:  340 nm
Lightpath:  1 cm
Temperature:  37°C

Mix, incubate at 37°C for 5 minutes.

Mix, after 60 seconds read the absorbance A1 against 
water, by incubating at 37°C. After 4 minutes, read the 
absorbance A2. 

dispense:  standard sample
reagent R1  1 ml 1 ml
standard  100 ml -
sample  - 100 ml

dispense:  standard sample
reagent R2  250 ml 250 ml

adults 20-100 mg/dl

Each laboratory should establish appropriate reference 
intervals related to its population.

TEST PROCEDURE (sample as starter)
Wavelength:  340 nm
Lightpath:  1 cm
Temperatur:  37°C

Mix, after 60 seconds read the absorbance A1 against 
water, by incubating at 37°C. After 4 minutes, read the 
absorbance A2. 

dispense:  standard sample
working reagent  1 ml 1 ml
standard  80 ml -
sample  - 80 ml

in vitro diagnostic medical device

batch code

catalogue number

temperature limit

use by date

caution

consult instructions for use

It is suggested to perform an internal quality control. For 
this purpose a suitable human based control sera has to 
be used.
Please contact Customer Care for further information.

x Standard valueammonia mg/dl =                    
A2-A1 (sample)

A2-A1 (standard)

Tietz Textbook of Clinical Chemistry, Fourth Edition, Burtis-
Ashwood-Bruns (2006), 1789-91
Clinica Chimica Acta 2018, 478, 37-43

NH F060 CH 6 x 10 ml

Methods comparison
A comparison between Chema and a commercially available 
product gave the following results:

 ammonia competitor = x 
 ammonia Chema = y
 
Plasma (n=38)

 y = 1.04x - 6.8 mg/dl     r2 = 0.999

NH3 R1: It is not classified as hazardous.

NH3 R2: Warning. Causes serious eye irritation (H319).
 Causes skin irritation (H315). Wear protective
 gloves. Eye protection (P280). IF ON SKIN:
 Wash with plenty of water (P302+P352). IF IN 
EYES: Rinse cautiously with water for several minutes. 
Remove contact lenses, if present and easy to do. Con-
tinue rinsing (P305+P351+P338). If eye irritation persists: 
get medical advice (P337+P313). 

Standard: It is not classified as hazardous.

Laboratory air, because of smoking or traffic, can be a 
source of ammonia contamination, as well as water and 
glassware residues.
Keep the sample tubes well capped, to avoid ammonia 
evaporation.


